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WASHINGTON CO.
SHERIFF'S OFFICE 0.
DATAMASTER dmt: 100284

Date: 09/09/2019 Qe

OPERATOR NAME : 0.
MATTHEW K JACKSON

Permit #: 40078

Operator Agency/Dept: WASHINGTON Co. so
Reference Standard #: 19130

Nominal = 0.10 g/210L
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